[Electronic urethro-cystometry before and after reconstructive surgery using the Zoedler method].
Electronical measurement of pressure in the bladder and urethra of 9 incontinent women treated by the Zoedler-plastic. A comparison of pre- and postoperative levels yielded the following results: 1. The functional length and the closing-pressure of the urethra show uncharacteristic changes of the levels only. The expected postoperative rise of the levels have not come true. 2. The vesico-urethral quotient at strain (pV max/pU max) is (with the exception of one case) corresponding to the result of the operation. 3. The clinical recovery from incontinence after the Zoedler-plastic is combined with small changes in the pressure-graphs only.